Project Number: 075046

Laboratory Report COC Number: 075046
Date Received: 8/12/2013
ra Report Date: 8/22/2013
Wscewe Fra Laboratories, Inc. Reporthumber: 120620
4730 Oneota Street Duluth MN 55807  Telephone: (218)727-6380 Fax: (218)727-3049
Client: DARREN VOGT
1854 TREATY AUTHORITY
4428 HAINES ROAD
DULUTH MN 55811
Sample ID: DUNKA RIVER Grab Sample Date:  8/12/2013 SampleTime: 10:55 Matrix: Aqueous
Era Project Number: 075046-1
Parameter: Results: Units: Analysis Date/Time: Method: DF: LOD: LOQ: QC Comments:
Alkalinity (as CaC0O3) 57 mg/L 8/14/2013 10:05 SM 2320 B-97 online 1 1 3
Chloride 9.0 mg/L. 8/13/2013 22:41 EPA 300.0 Rev. 2.1 1 02 06
Color 250 Pt-Co 8/13/2013 10:45 SM 2120 B-93 5 50 200
Nitrogen, Ammonia 0.03 mg/L 8/16/2013 16:50 EPA 350.1 1 0.01 0.03
Nitrogen, Nitrate + Nitrite 0.08 mg/L 8/15/2013 13:44 EPA 353.2 Rev. 2.0 1 0.01 0.03
Nitrogen, Total 1.08 mg/L 8/21/2013 Calculated 1
Nitrogen, Total Kjeldahl 1.0 mg/L. 8/21/2013 9:54 EPA 351.2 Rev. 2.0 1 0.1 0.3
pH - Lab 74 Su 8/12/2013 16:15 SM 4500-H+B-96 1
Phosphorus, Total 0.024 mg/L. 8/16/2013 14:30 EPA 365.3 1 0.002 0.007
Solids, Suspended Volatile 1 mg/L 8/14/2013 15:11 EPA 160.4 1 1 24 J
Solids, Total Dissolved 180 mg/L 8/15/2013 17:30 SM 2540 C-97 online 1 10 30
Solids, Total Suspended 1 mg/L. 8/14/2013 15:11 USGS 1-3765-85 1 1 24 J
Specific Conductance 192 pmhos/cm 8/15/2013 15:51 EPA 1201 1 1 10
Sulfate 18.3 mg/L 8/13/2013 22:41 EPA 300.0 Rev 2.1 1 05 15
Turbidity 49 NTU 8/13/2013 10:31 EPA 180.1 Rev 2.0 1 02 07
Receipt temperature not within regulatory guidelines
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Project Number: 075046

Laboratory Report COC Number: 075046
Date Received: 8/12/2013
ra Report Date: 8/22/2013
Wscewe Fra Laboratories, Inc. Reporthumber: 120620
4730 Oneota Street Duluth MN 55807 Telephone: (218)727-6380 Fax: (218)727-3049
Sample ID: DUNKA BAY Grab Sample Date:  8/12/2013 SampleTime: 11:05 Matrix: Aqueous
Era Project Number: 075046-2
Parameter: Resuilts: Units: Analysis Date/Time; Method: DF: LOD: LOQ: QC Comments:
Alkalinity (as CaCO3) 36 mg/L 8/14/2013 10:05 SM 2320 B-97 online 1 1 3
Chloride 55 mg/L 8/13/2013 22:57 EPA 300.0 Rev. 2.1 1 02 06
Color 150 Pt-Co 8/13/2013 10:45 SM 2120 B-93 5 50 200 J
Nitrogen, Ammonia < 001 mg/L 8/16/2013 16:51 EPA 350.1 1 0.01 0.03
Nitrogen, Nitrate + Nitrite < 0.01 mg/l 8/15/2013 13:46 EPA 353.2 Rev. 2.0 1 0.01 0.03
Nitrogen, Total 0.80 mg/L 8/21/2013 Calculated 1
Nitrogen, Total Kjeldahi 038 mg/L 8/21/2013 9:55 EPA 351.2 Rev. 2.0 1 01 0.3
pH - Lab 75 SU 8/12/2013 16:15 SM 4500-H+B-96 1
Phosphorus, Total 0.025 mg/L 8/16/2013 14:30 EPA 365.3 1 0.002 0.007
Solids, Suspended Volatile 3 mg/L 8/14/2013 15:11 EPA 160.4 1 1 24
Solids, Total Dissolved 110 mg/L 8/15/2013 17:30 SM 2540 C-97 online 1 10 30
Solids, Total Suspended 4 mg/L 8/14/2013 15:11 USGS 1-3765-85 1 1 24
Specific Conductance 124 pmhos/cm 8/15/2013 15:51 EPA 1201 1 1 10
Sulfate 13.1 mg/L 8/13/2013 2257 EPA 300.0 Rev 2.1 1 05 15
Turbidity 43 NTU 8/13/2013 10:31 EPA 180.1 Rev 2.0 1 0.2 07
Results are reported on an as received basis. < Not detected. Less than LOD.
J Estimate. Result between LOD and LOQ.
Report Approved By: Temperature upon arrival (°C): 16.3

Robert D. Magnuson Receipt temperature not within regulatory guidelines
Lab Director
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Test results in this report relate only to the samples received on the dates indicated. This report must not be reproduced, except in full, without the written approval from Era Laboratories, Inc. All tests were
performed in-house by Era Labs.
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